CHAPTER XII.
PART VIII. SILICON IN PIG IRON, STEEL AND MUCK BAR.
WEIGH 1.5 grams of pig iron into a No. 2 dish. Add 15 c.c. i : 3 sulphuric acid * plus 10 c.c. water. Weigh 5 grams of low silicon steel or 3 grams of high silicon steel, i.e., silicon content of o.i per cent and over, into a No. 5 dish. Add 45 c.c. i : 3 sulphuric acid and 25 c.c. of water. Warm gently until all metal is in solution, adding more water if necessary, should sulphate of iron form before effervescence is over. When the iron is in solution evaporate the pig iron and higher carbon steels directly to thick fumes of sulphuric anhydride without removing the covers.
Low carbon steels and chrome steels of i per cent chromium and over will bump and spurt from under the covers if attempt be made to evaporate them rapidly over the bare flame of the Argand burner. In such cases the covers are rinsed off into the dishes, and the contents of the latter are evaporated to thick fumes on a graphite or sand bath. (See page 415.)
For effecting the solution of the iron and the evaporation of fumes with covers on, an apparatus consisting of a stand of twelve Argand burners covered with a copper-rimmed asbestos board of twelve holes is used. (See Fig. 16, page 258.)
Having evaporated the samples to fumes, the dishes are cooled and filled conveniently full of distilled water. They are put on the heating stand; the contents heated and stirred until all of the sulphate of iron is in solution. Ashlcss paper pulp is mixed with the solutions, which are then filtered through n
* Use rubber stoppers in reagent bottles that are in constant use in routine silicon work, as during continued handling the glass stoppers are struck against the necks of the bottles and small chips of glass are knocked off into the acids causing high results.
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